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ABSTRACT
Title of Thesis : Measurements of Basic Semiconductor Properties
Abdolreza Ariantaj , Master of Science , 1986
Thesis directed by : Professor Roy H. Comely
Mobility, resistivity, and total impurity concentration of several purchased
p-type silicon samples with known resistivities were measured by Hall effect exper-
iments utilizing the Van Der Pauw method. The silicon samples will serve as Hall
effect, standards for future measurements on other semiconductor materials, particu-
larly gallium nitride ion cluster beam (1C13) deposited thin films. The samples which
were freshly etched with hydroflouric acid had measurement values of 455 cm 2/V.sec,
45.9 Ω.cm, and 2.6 x1014cm 3 for mobility, resistivity, and total impurity concen-
tration, respectively. The mobility values were within 9.9 per cent of the published
values and the accuracy of the measurement was improved by modifying the current
measurement device. Exposure time of more than 30 seconds between etching and
aluminum contact deposition was found to cause errors of up to one order of mag-
nitude in the mobility and carrier concentration measurements. X-ray diffraction
measurements [using the General Electric SPG 2 Spetrogoniometer and G.E. 700
Detector and chart recorder] with Copper Ka radiation, had an excellent degree of
accuracy and precision and showed nearly identical intensity peak locations (within
99.94%) compared with the published data for <111> and <100> silicon and the gal-
lium samples supplied by the ICB laboratory. A gallium thin film sample proved to
be polycrystalline, composed of differently oriented tiny crystallites as observed by
the numerous intensity peaks at various Bragg angles. This was accounted for by
discovering that the gallium sample was evaporated onto the glass substrate rather
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I. INTRODUCTION
Progress in semiconductor processing and manufacturing has been very rapid
in the recent decade due to the ever increasing need of the perfect material for differ-
ent industrial and commercial purposes. Recent advancements in silicon, germanium,
and gallium arsenide processing techniques have led to a greater demand for inves-
tigation and determination methods of these seminconductors' structures and their
properties.
There is an extensive research and work being done on growth of gallium ni-
tride thin films using Ion Cluster Beam Deposition (ICBD) techniques in the Drexler
Microelectronics labratories headed by Dr. Roy H. Comely. This project will even-
tually reach testing and measurement stages when the samples are produced which
in turn necessitates the need for having Hall effect and X-ray diffraction standards
to assure compatibility between the produced samples and the theoretical character-
istics.
Mobility, resistivity, majority carrier concentration, type (p or n), internal
crystal structure, orientation, and type of the semiconductor are among the experi-
mental results of the investigative methods and measurements done on the samples.
Silicon is used as a preliminary sample and because of its predictable properties, its
known crystal structure, and its handling expense, the systematic error estimation
of the available equipment would be optimal. This thesis provides the necessary
information and standards for the future experimentations on the gallium nitride
samples.
The chapters are organized in a sequence to provide gradual exposure and de-
velopment of the experimentation methods and ideas. The appendices are included
to accornodate the details and the operational procedures for the experiments used.
Chapter two concerns Hall effect theory and the specific method used to measure mo-
bility , resistivity, majority carrier concentration, and type (p or n), with mobility as
the main property for the comparison. Chapter three discusses the X-ray diffraction
experiments on different silicon samples and some gallium thin film samples, made by
the Drexler Microelectronics Labratories of NJIT, and compares these results with
the theoretical characteristics. There are many suggestions and recommendations
given to modify and improve the equipments and their performance throughout this
thesis. The modified operational procedures, given in the appendices, furnish the
necessary information and guidance towards accomplishment of the best possible
outcome.
2
II. HALL EFFECT EXPERIMENTS
A. Theory and background [1]
Hall Effect is a scientific procedure formulated by E. H. Hall which leads to
derivation of many semiconductor properties such as : resistivity, type (p or n),
majority carrier concentration, majority carrier mobility, Hall voltage, and the Hall
coefficient.
If a magnetic field 13 is applied perpendicular to the direction of an applied
current in a semiconductor it alters the current path.
Figure 2-1 Typical Hall effect set-up
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Each carrier, with an electronic charge q and a velocity of v, experiences a
force F caused by the magnetic field B and the electric field e:
considering the y-cornponent of this force we have:
If there is to be a zero net force on each carrier then the following equation must be
satisfied :
where E, is called the Hall effect and the Ball voltage is then:
The current density J and the Ball effect are related by equations (2-5a) and (2-5b)





Where po and n o are the majority carrier concentrations. Equations (2-3) and (2-5)
yield: for p-type
and for n-type
Where RH is the Hall Coefficient. Equations (2-5) and (2-6) lead to the derivation
of equations (2-7): for p-type
and for n-type
So from these two above equations the values of the concentration for the
majority carriers are found since the current I, the magnetic field B, the Hall voltage
VH , and the sample thickness are all measureable quantities.
The resistivity of a sample is given by equation (2-8):
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Now the conductivity a is the reciprocal of the resistivity, therefore the mobility
of the majority carriers is the ratio of the Hall coefficient and the conductivity:
1. The Van Der Pauw method[2]
The Van Der Pauw method, which is used for the Hall effect measurements,
is briefly described here.
Consider a flat sample with four contacts M, N, 0, and P On the periphery
(figure 2-2):
Figure 2 -2 A sample with contacts
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If a current i is applied to point M and taken off at point N, then the potential
difference between points O and P is given by Vp - V, and:
and
Now RMN,OP and RNO,PM  are related by (see appendix F):
where d is the thickness of the sample and p is its resistivity.
the sample is symmetric then:
Therefore from the exponential (eq. 2-1 1) the resistivity is obtained:
However, if the sample is not symmetric then p can be derived by:
7
Figure 2-3 Hall effect correction factor "f" vs.
Where f is the correction factor, which can be numerically derived from the figure
2-3. The function used to plot figure 2-3 is:
where
As mentioned earlier the proof of these equations is given in appendix F. For
the Hall coefficient measurements we must have a sample with: 1) sufficiently small
contacts, 2) contacts on the periphery, 3) uniform thickness, and 4) no physical holes
in it.
If a current i is applied to a sample at point M and is taken off at point 0 we
can measure (see figure 2-4) RMO,NP :
Figure 2-4 Sample with contacts on a line
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If a magnetic field B is set up perpendicular to a sample with a thickness d,
this would change the resistance given by equation (2-16) by an amount Δ RMO,NP  .
Then the Ball coefficient is given by:
Under the magnetic induction B, the charge carriers with charge q, experience
a force F which is:
where v is the velocity of the charge carriers. Another equation gives:
therefore
and
since q is known, no or p c, can be calculated from the above equations.
The magnetic field also causes a. change in the potential difference. This po-
tential difference change is given by equation (2-22).
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The theory for derivation of equation (2-22) is as follows: When a magnetic
field is applied at right angle to the plane of the sample, there will be a change
in the potential difference between points P  and N. The transverse electric field
ϵ produced by the magnetic field is integrated along the path which runs from point
P to point M. From equation (2-22) the Hall coefficient is derived and is given by
equation (2-17).
In summary this method is used to measure the basic semiconductor properties
of resistivity, mobility, Hall coefficient, and majority carrier concentration. To obtain
the values for these properties several voltage and current measurements should be
made with and without the presence of a magnetic field.
B. Experimental measurements
1. Description of the samples
The samples used were silicon squares of 1 cm sides cut from p-type boron
doped 2 inch round wafers. Their thickness was 10 mils. or 0.0254 cm. Before any
Hall effect measurements could be done on these samples, they had to be etched
and then four aluminum contacts had to be evaporated onto their peripheries. The
etching procedure, which is used to remove the oxide layer, is discussed in detail
in appendix D. After each sample is etched it must be immediately ( within 15 to
30 seconds ) placed in the evaporator chamber to avoid further oxidization. The
samples should be square shaped and a side dimension of 1 cm is ideal for the Hall
effect probes and the experiment.
After the samples were "dotted" with aluminum contacts (see appendix E
for evaporation procedure and further details) they were ready for the Hall effect
experiment.
2. Description of the equipment
Table 2-1 shows a list of the necessary equipment for the Hall effect set up and
those that are already available or used in room 422 of the Tiernan building.
NO. NECESSARY EQUIPMENT AVAILABLE EQUIPMENT
1 Variable Magnetic Field
Supply
water cooled VARIAN V2900
regulated magnet power supply
2 Constant current source Electronic Measurements Programmable
Regatron with current control box
3 Accurate voltmeter Keithly 616 Digital Electrometer
4 Sample holder with probes Handmade two-sided holder with
four probes on each side 
5 Hall Effect Box / Switch Hall Effect Control Box
6 Vacuum Pump with pressure
Indicator gauge
W.M. Welch Mfr. Co. Pump with
Hastings Vacuum gauge
7 Curve Tracer Tektronix type 575 Curve Tracer
TABLE 2-1 HALL EFFECT EQUIPMENT
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The constant current source is a variable DC power supply connected to a
current control box which is shown in figure 2-5.
Figure 2-5 Hall effect current control box
This box was modified by placing a 500k Ω  potentiometer in series with the
REMOTE terminal to enable more current to be pushed through in case of a highly
resistive sample. Furthermore a 100K Ω potentiometer was placed in series with the
13
sample to further control the sample current. For further measurements with greater
accuracy it is recommended that a 500 Ω  potentiometer be placed in series with the
500KΩ  potentiometer (for purpose of fine tuning the current) and that the analog
ammeter be replaced with a digital meter accurate up to 10 µA.
At the begining of this thesis work (Fall 1985) the Programmable Regatron
was malfunctioning and giving off-scale voltages and very high currents. Since this
device has not been manufactured in 25 years, it had to be repaired by trying new
tubes for the internal circuit. As a result two of the vacuum tubes (6L6 type) were
replaced with new ones. The samples' contacts were tested and checked to avoid an
open circuit path for the power supply which results in the off-scale voltages. There
were also some problems with the sample holder. A few of the probe connections
were loosef These connections were resoldered and tested for continuity and proved
to be satisfactory.
3. Measurement procedure
Before any measurement is done, it is necessary to test that ohmic contacts
exist between the silicon and the aluminum. A curve tracer can be used to assure an
"ohmic contact" voltage to current relationship with very low resistance (typically less
than 1kΩ  for Si,Al contacts) characteristics. To test the sample on the curve tracer,
place the sample in the sample holder and fasten the probe onto the sample making
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sure of a contact which is not too tight. Then connect the leads from the sample
holder to the collector and the emitter outlets on the curve tracer with the emitter
grounded. Arrange the collector voltage and current settings to be low and observe
the behavior of the contacts two at a time. If the sample has true ohmic contacts,
measure the resistance from the slope at several different current levels. Otherwise,
plot the general shape of the highly resistive sample to keep as a reference.
The basic approach of the Hall effect measurement is that a constant current
(1.1 mA in this thesis work) is applied to two contacts of a sample at a time and a
voltage is measured across the two other contacts. This is repeated in the presence of
a magnetic field, normal to the sample, and then is repeated again with the magnetic
field reversed. As mentioned before the resistivity, Hall voltage, mobility, majority
carrier concentration, type (p or n), and the Hall coefficient are derived from the
measured values of the magnetic field, applied current, and Hall voltages and use
of equations (2-4) through (2-22). For a more detailed operational procedure of the
Hall effect equipment and set-up, see appendix G.
4. Results of measurements
Twenty two samples of silicon were to be investigated from which ten turned
out to be too large for the Hall effect sample holder, eight showed nonlinear current
voltage characteristics with high resistive slopes, one showed inconsistent results, and
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three showed satisfactory results (see tables 2-5 to 2-9 at the end of this chapter).
The unsatisfactory results can be caused by the excessive surface oxidization that
occurs between the etching and the evaporation of the samples. The measurements
with a constant magnetic field of 3.5 kGauss were repeated eight times to assure
accuracy, but because of lack of precision in the current control device results were
far apart from each other. These readings were averaged and calculated to be :
C. Calculated expected measurement values using published data
The samples were all silicon with aluminum ohmic contacts, boron doped, p-
type, with resistivities of 8 Ω.cm to 65 Ω.cm. Figures 2-6 and 2-7 show plots of
published resistivity and mobility versus total impurity concentration for p-type and
n-type samples. These data are are presented for comparison with the experimental
16
Figure 2-6 Resistivity vs® Dopant concentration;[3]
published data for silicon
Figure 2-7 Mobility vs. total impurity concentration;
published data for silicon
results to verify the accuracy of the Hall effect measurements made and to confirm
that the tested samples can be used as standards for future Hall effect measurement
testing. From figure 2-6 it can be observed that for a silicon wafer with a resistivity of
45.9Ω.cm the total impurity concentration that should be measured is approximately
2.9 x 10 14 crn 3 (-10 13 ) and figure 2-7 shows that a mobility of approximately 505
cm2 /V.sec should be measured for this sample. Equation (2-9) yields:
From equation (2-7a), a Hall voltage of :
should be measured for these silicon samples, where 	 ix=1.1 mA, Ru 	23180
cm3/Coulomb, Bz = 3500 x 10 -8 Weber/cm 2 , and t = 0.0254 cm. Furthermore, p„
can also be calculated from equation (2-7a).
In sum the following are the calculated results of the Hall effect values expected
to be measured using the purchased 45Ω.cm ± 50% p-type silicon samples:
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and mobility for the p-type silicon was estimated from figure 2-7 to be 2.7x 10 14 cm 2 /V.sec
assuming that the samples have the measured resistivity of 45.9 Ω.cm. The value of45Ω.cm±
 50% (apex. 25Ω.cm to 65Ω.cm) was specified by the silicon vendor, Atom-
ergic Chemetals Corporation.
D. Discussion of the results and conclusion
Table 2-2 shows the comparison between the measured values and the pub-
lished data for silicon with the same resistivity as the tested samples and their differ-
ence (assuming that the published data are derived for the same type silicon samples
with a single dopant concentration of boron.)
Table 2-2 Comparison of measured and published data
The percent difference infers that the accuracy of the present Hall effect
measuring equipment is 97.15% for
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for RH . These results show that the NJIT measurements are nearly the same as the
calculated data as far as Hall voltage and total impurity concentration are concerned.
However,for the mobility and the Hall coefficient, there is a bigger difference. This
difference was attributed to a lack of accuracy of the meters and sources used. The
ammeter in the current control box is mainly the device that lacks accuracy. This
analog meter is accurate only to 0.1 mA and can read values up to 3 mA. This
inaccuracy and the possible current fluctuation can result in a larger variation of the
measured voltages.
When the Keithly Digital Electrometer, which has an accuracy of :10.5% and
1µA, was connected to the current control box to measure the sample current instead
of the analog ammeter, it was observed that for a reading of 1.15 mA on the analog
ammeter, the Keithly multimeter measured a current of 1.201 mA and also for an
analog reading of 1.05 mA, the Keithly multimeter reading was 1.112 mA. Therefore,
it was concluded that the current source meter was accurate only to 4.9% and that
there was considerable error in the current supplied to the silicon samples. Since the
current control device lacks accuracy, to find the error in the voltage measurement
values, caused by this inaccuracy, two sets of voltage readings were taken : one
set for a sample current of 1.1mA+0.05mA=1.15 mA, and one set for a current of
1.1mA-0.05mA=1.05mA The results are listed in table 2-3.
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Table 2-3 Maximum and minimum voltage readings
The error is calculated using equation (2-26):
Since the Hall voltage is the average of four voltage differences (see eq. 2-27)
the errors could add up to a very high level.
Assuming that each voltage measurement is approximately up to 90 per cent
accurate, the worst case of Hall voltage measurement would have an error margin
of 80%. This margin was found by using for example the maximum value for V6
and the minimum value for V4 and so on in equation 2-27. So for each Hall voltage
measurement there is a marginal error of ±40%. Furthermore, the Hall voltage is
used for other calculations such as the mobility, the Ball coefficient, and the carrier
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concentration. Other calculations lead to other error margins, for example in equation
(G-2) if the maximum values of V 2 and V3 and the minimum value of 1 is used and
then the minimum values of V2 and V3 and the maximum value of I is used then
a marginal error of ±14.3 is obtained. Similarly, equations 0-3 through G-5 for p,
RH , and µH  are used, utilizing the same maximum and minimum value substitution
method to calculate the worst case error for each measured value. These calculated
error margins for all of the Hall effect parameters are listed in table 2-4.
Table 2-4 Error margins for the measured values
Since the error margin is so large in these measurements, it is recommended
that the current control device and the ammeter be modified to the previously given
specifications so that the current measurement would be accurate up to 0.5 percent
instead of the present 5 percent accuracy. This would in turn lower the error margins
for the other Ball effect parameters by one order of magnitude. Therefore, it is
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recommended that the Drexler Laboratories purchased a current meter such as the
Hewlett-Packard 3438A multimeter or its equivalent (3 1/2 digit display, autoranging,
and with minimum accuracy of .5%).
In conclusion, the Hall effect experiment components have undergone major
repairs and modifications to produce these satisfactory results: The Programmable
Regatron Power Supply 6L6 vacuum tubes were replaced; the current control device
was modified to cover a wider range of sample currents; and the sample holder's
probes were resoldered and tested. The three silicon samples which showed charac-
teristics comparable to the published data can now be used as standards to assure
that the Hall effect equipments are properly functioning. This method will be fully
utilized when the gallium nitride samples, produced by the ICBD laboratory, reach
testing stages. It will serve as a tool for measuring the properties of the future
samples in order to eventually improve the processing and manufacturing techniques
through comparison of the measured properties of produced samples under different
processing conditions.
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HALL EFFECT DATA SHEET
SAMPLE NO. : 1 T = ROOM TEMPERATURE COMPLETE IF SAMPLE HAS BEEN ANNEALED
EXPERIMENTOR'S INITIALS : A.A. THICKNESS (IF KNOWN) : 0.0254 cm PROBE : 1
MEASUREMENTS WITH VARIABLE MAGNETIC FIELDS
Table 2-5 	 Hall effect measurements for Silicon sample no. 1
HALL EFFECT DATA SHEET
SAMPLE NO. : 2 T = ROOM TEMPERATURE COMPLETE IF SAMPLE HAS BEEN ANNEALED
EXPERIMENTOR'S INITIALS : A.A. THICKNESS (IF KNOWN) : 0.0254 cm PROBE : 1
MEASUREMENTS WITH VARIABLE MAGNETIC FIELDS
Table 2-6 Hall effect measurements for Silicon sample no. 2
HALL EFFECT DATA SHEET
SAMPLE NO. : 3 T = ROOM TEMPERATURE COMPLETE IF SAMPLE HAS BEEN ANNEALED
EXPERIMENTOR'S INITIALS : A.A. THICKNESS (IF KNOWN) : 0.0254 cm PROBE : 1
MEASUREMENTS WITH VARIABLE MAGNETIC FIELDS
Table 2-7 	 Hall effect measurements for Silicon sample no. 3
BAD SAMPLE
UNSATISFACTORY RESULTS
HALL EFFECT DATA SHEET
SAMPLE NO. : 4 T = ROOM TEMPERATURE COMPLETE IF SAMPLE HAS BEEN ANNEALED
PROBE :EXPERIMENTOR'S INITIALS : A.A. THICKNESS (IF KNOWN) : 0.0254 cm
MEASUREMENTS WITH VARIABLE MAGNETIC FIELDS
Table 2-8 	 Hall effect measurements for Silicon sample no. 4
BAD SAMPLE
UNSATISFACTORY RESULT
HALL EFFECT DATA SHEET
SAMPLE NO. : 5 T = ROOM TEMPERATURE COMPLETE IF SAMPLE HAS BEEN ANNEALED
EXPERIMENTOR'S INITIALS : A.A. THICKNESS (IF KNOWN) : 0.0254 cm PROBE : 1
MEASUREMENTS WITH VARIABLE MAGNETIC FIELDS
Table 2-9 Hall effect measurements for Silicon sample no. 5
III. X-RAY DIFFRACTION EXPERIMENTS
A. General theory and background | 5|
X-Rays were discovered in 1895 by the German Physicist Roentgen and be-
cause of their unknown nature and characteristics the name X was given to these
rays. These X-rays were later found to be useful in many experiments such as their
diffraction when they are incident with an object.
1. X-ray conceptual theory |6|
X-ray diffraction methods arc useful tools for experimentation of bulk semi-
conductors ,thin films, and metals. They give general microstructural information
about the materials under investigation.
One method used to reveal the crystal structure of materials is the X-ray
diffractometer method. A sample is placed in an intense X-ray beam which causes
the elements of the sample to fluoresce, or give secondary X-rays, principally of the
characteristic wavelength. This sample is then rotated through various angles while
the beam reflected and diffracted by it is being measured in a, fixed counter with a
wide slit. The resulting graph of intensity versus the angle, which is recorded on a
chart operated by the detector, is called a rocking curve.
a. Crystallography and the Bragg law 17i
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The general idea for X-ray diffraction is shown in figure 3-1:
Figure 3-1 Reflection and diffraction of rays
As figure 3-1 indicates the hkl polar line is the line normal to the hkl plane of
the crystal and the angle of incident equals the angle of diffraction. The Bragg angle
0 13 is defined as the angle which the incident beam or the diffracted beam makes
with the hkl plane of the crystal. The interplanar spacing of a crystal which is the
distance between two parallel planes is found from the Bragg's law:
Where λ = wavelength of the diffracted radiation,
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Since the wavelength of the radiation is known, the crystal dimensions and
geometry can be determined from knowing diffraction patterns at several diffraction
angles. The arrangements of atoms within the unit cell can only be determined from
the intensity measurements of the radiation in each diffraction spot. This is then
compared with the theoratically predicted density for several possible arrangements
in the unit cell. Therefore the geometry of the lattice determines the geometry of the
diffraction pattern and the distribution of atoms in a lattice determines the intensities
of various diffraction spots. The basic set-up for the diffraction experiment is shown
is figure 3-2:
Figure 3-2 Basic set-up for a diffraction experiment
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A sample is placed inside a circular rotating track within a high intensity X-
ray. It is then rotated and the intensities are recorded for the different diffraction
spots.
To get a clearer understanding of the resultant intensities that occur at dif-
ferent Bragg angles, the following theory is discussed. Consider a perfectly parallel
monochromatic beam (of one frequency), of wavelength A is incident on a crystal at
an angle OB , called the Bragg angle, where  is measured between the incident beam
and the hkl crystal planes under consideration. Figure 3-3 describes the particular
condition.
Figure 3-3 Diffraction of monochromatic rays by a crystal
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Rays 1, la strike atoms K and P in the first plane and are scattered in all
directions. However, they are in phase and reinforce each other in directions 1' , la'
because of their path length. Also the rays scattered by all the atoms in the first
plane in a parallel direction to each other are in phase and add their contributions
to the diffracted beam. Now consider rays 1,2 which are scattered by atoms K and
L. Scattered rays 1', 2' will be cornpletly in phase if their path. length is equal to a
whole number of wavelengths or if:
Equation (3-2) is the Bragg law equation and it was formulated by W.L. Bragg.
It is essential to note that the diffracted beam from a crystal is made up of X-rays
scattered by all the atoms of the crystal which lie in the path of the incident beam
and also the diffraction of monochromatic X-rays takes place only at those particular
angles of incidence which satisfy the Bragg law.
The spectra of an element is divided into two major radiation groups by wave-
lengths, these are:
1) K Radiation which in turn divides into
2) L Radiation which consists of
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There are other characteristic lines such as Lϒ , Ln ,Kβ 2 which are not of dominant
intensity. Because of their greater intensity, Ka lines are used for analysis.
In conclusion, the incident X-ray beam is scattered by a large quantity of
atoms. Because of the periodic arrangement of atoms in a lattice, the scattered X-rays
have specific phase relations between them. Most phase relations cause destructive
interference but in a very few scattering angles, due to in-phase diffracted rays,
constructive interference is observed (e.g. a peak on the chart recorder).
B. Experimental measurements
1. Descriptions of samples
The samples under investigation were silicon wafers (samples 1 and 2) with
(11 1) and (400) (same as (100)) orientations. These samples were cut from 2 inch
round wafers to fit the sample holder's maximum specifications which are:
1) Thickness = 	 3/8 in.
2) Width = 1  1/8 in.
3) Length = 3 in.
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The polished sides of the samples were exposed to the X-rays for analysis.
However, later it was found that this precaution was not a factor in the measurements
but is recommended for greater accuracy.
In additions to the silicon samples, some gallium samples, supplied by the
Ion Cluster Beam Laboratory, were tested. These samples were results of gallium
deposition on clear slide glasses with evaporated aluminum side contacts. For the
experiments the side with the gallium was exposed to the X-rays since the glass side
tends to randomly scatter the X-rays due to its amorphous structure.
2. Description of the equipment
The General Electric Spectrogoniometer, located in room B5 of the Faculty
building of NJIT , was used to investigate crystal structures of the samples.
The sample is held in the sample holder in the sample chamber at a 30 degree
angle from the horizon below the window of the X-ray tube. The fluorescent radia-
tion, caused by the primary radiation striking the sample, emerging from the beam
tunnel can be reflected by the flat analyzing crystal. This radiation is analyzed for
characteristic wavelengths. |8|
As the spectrogoniometer manually turns through its 2 θ  range, it analyzes
the X-ray spectra into wavelengths corresponding to the interplanar spacing "d"
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of the flat crystal (see figure 3-2). The diffracted rays from the silicon sample are
detected by a detector and then are amplified and recorded on the General Electric
700 detector, which prints out a graph of intensity versus the Bragg angle.
3. Measurement procedure
The basic procedure for finding the interplanar spacing of a crystal is as follows:
1) Find angle 2θ  where the intensity peak is observed. 2) Find the line corresponding
to this angle 2θ  from the tables of interplanar spacing for angle 2θ  - Direction 11710,
published by the X-ray department of General Electric Corporation for Copper K α ]
(Cu Kα1 ) radiation. If this book is not, available simply use the Bragg equation:
Where λ = 1.5405 
Å
 for the Cu K α  radiation and θB  is determined from the location
of the intensity peak.
When the interplanar spacing is found from the measurements, it must then
be compared to the theoretical value for accuracy and precision considerations. The
intensity peak amplitude and its area determine the structure and orientation of the
samples; however, for silicon it can be found from an easier method which utilizes
equation (3-4).|9|
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Where d = interplanar spacing,
a = Lattice constant (for Si a=5.4309 
Å
),
h,k,l = Miller indices for determination of orientation
Since the samples used had orientations of <111> and (400) the quadratic sum of
the Miller indices would he unique for each and can directly lead to the determination
of these samples' orientations. A list of quadratic forms of Miller indices for different
cubic structures of crystals is given in appendix 13.
C. Calculations
Two types of silicon with different orientations were tested. The silicon samples
with orientation {111} showed a major intensity peak at 28.4 degrees and a minor
peak at 25.6 degrees. The lower peak is caused by the Copper Kβ  radiation (see
figures 3-4 and 3-5).
For this Bragg angle of 28.4 the interplanar spacing is calculated from equation
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Now we can use equation (3-4) to get the quadratic sum of the Miller indices which
helps to find the orientation of this sample.
The closest whole number to this value is 3 which yields ( see appendix B ):
Therefore the sample must have a surface orientation of <111>. The Kβ  radiation can
also be used to derive this information with a change of the wavelength value into
equation (3-5).
For the second type of silicon the intensity peaks occured at 61.8 degrees and
69.2 degrees with the latter as the dominant ray which is the Cu K- αradiation (see
figure 3-6 ). Figure 3-7 shows the X-ray spectra for the same silicon sample with
higher gain settings. The two measured peaks are called the K α  doublets (Ka i and
Kα2 ), which can only be observed with the slowest spectrogoniometer speed and high
sensitivity settings on the 700 Detector, since there are only a fraction of a degree
apart from each other.
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Figure 3-6 X-ray spectrogoniometer measurements for silicon
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This interplanar spacing is different from the previous sample's spacing because
of the orientation difference. From equation (3-4) the quadratic sum of the Miller
indices is found to be:
Taking the closest whole number arid consulting appendix 13 for the Miller
indices under diamond cubic structures having values of 16, following results are
obtained:
So the silicon sample must have a (400) surface orientation which is the same as
having an orientation of (100).
The gallium samples which were produced by the Ion Cluster Beam Deposition
techniques were tested and the best result among those (sample no. 1) was taken to
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be presented in this thesis as an additional standard (see figure 3-7). The results and
a comparison between them and the theoretical values are given in the next section.
D. Discussion of the results and conclusion
For silicon samples with a (111) surface orientation of the theoretical interpla-
nar spacing is 3.138 
Å 
( see appendix A ). This interplanar spacing was measured and
calculated to be 3.1399 , from the intensity peak at 20 B = 28.4 degrees. Therefore
the accuracy of this measurement is:
Furthermore the orientation of this sample was found to be OW, which is correct.
The accuracy of the intensity peak measurements can be improved if the speed of
the spectrogoniometer is decreased and the speed of the chart recorder is increased.
For the second set of silicon wafers with an orientation of (100), the predicted
interplanar spacing is 1.357 ;I (see appendix A). The measured value of the Si <100>
"d" spacing was derived to be 1.3564 . Therefore this measurement is accurate to:
Also the correct orientation was derived from appendix A to be (100), which is the
same as an orientation of {400}.
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Figure 3.8 X-ray Spectrogoniometermeas ments for








Table 3-1 shows the different interplanar spacing of gallium and the corre-
sponding measured angles of intensity peaks (see figure 3-8). It also compares the
theoretical values for gallium intensity peaks given in appendix A with the preceding
X-ray diffraction measurement results obtained on the gallium thin films .
Table 3-1 Comparison of gallium intensity peaks
It can be seen from table 3-1 that the gallium thin film, made in the ICBD
laboratory, had many different crystal orientations which produced numerous X-ray
intensity peaks at various Bragg angles. This sample was found to be polycrystalline
and composed of differently oriented small crystallites. It was later discovered that
this sample was made by vaccurn deposition, which is the evaporation of gallium onto
the glass substrate rather than an ion cluster beam deposition as first expected.
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In conclusion, it can be observed from the above results and calculations done
on the silicon and gallium samples that the X-ray diffractometer and its accessories
have a very high degree of accuracy and can be depended on to give reliable results.
The oxide layer that grows on the surface of these samples usually does not affect the
intensity peak locations but it can however, decrease the amplitude of the intensity
peak that is detected by the X-ray diffractometer. To avoid this problem it is rec-
ommended that the samples be etched before the X-ray diffraction experiment and
should be kept in vacuum, when they are not being used.
After the repair was done on the amplifier section of the X-ray Spectrogo-
niometer, which was accomplished by replacing a Junction Field Effect Transistor,
the X-ray diffractometer has been working properly without much difficulty. Also if
the precautions given in appendix C regarding operational procedure and handling
are reviewed carefully by a new researcher, he/she should be able to make X-ray
diffraction measurements. The two silicon samples with the different orientations
along with the IC gallium sample can be used as standards to assure proper func-
tioning of the X-ray equipment. Since the gallium X-ray results showed compatibility
with the published data, this procedure can be depended on for the measurements
that will be done on the gallium nitride samples when they are produced.
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APPENDIX A
PROPERTIES OF SILICON AND GALLIUM
1. PROPERTIES OF SILICON
Table A-1 Diffraction data for silicon (published data)
I/I 1 is the ratio of the intensity of a peak and the largest peak. (i.e the peak
relative to an orientation of l l l has the largest amplitude.) The Bragg angle 20 is
calculated for the Cu K α ] radiation which has a wavelength of
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b. Chemical and molecular properties[11]
Structure 	 Diamond Cubic
Lattice constant 	 5.4309 
Å
Closest approach of atoms 	 2.3517
Atomic number 	 14
Atomic weight 	 28.06
Density 	 2.33 g/cm3 = 0.84 lb/in3
Atomic volume 	 12.0 cm3 /g.atorn
Melting point 	 1430 ±  20 C or 2605 ±  35 F
Boiling point 	 2300 C or 4200 F
Specific heat   0.l62 Cal.g/ C
Fusion heat 	 337 Cal/g
2. GALLIUM INTENSITY PEAKS [12]
Table A-2 Diffraction data for gallium (published data








1.2766 74.2 006 4
1.2475 76.2 133,313 20
1.2379 77.0 231 14
1.2276 77.7 224 5
1.2216 78.2 215 17
1.1928 80.4 322 15
1.1853 81.1 304 4
1.1302 85.9 040,400 5
1.1I19 87.7 026,206 8
1.0866 90.3 411 3
1.0540 93.9 142 1
1.0496 94.4 324 3
1.0355 96.1 117 4
1.0I11 99.2 240,420 2
0.9976 101.1 226 2
0.9775 104.0 242,422 1
0.9735 104.6 044,404 5
0.9706 105.0 235 7
0.9626 106.3 217  3
0.9515 108.1 144 1
0.9369 110.6 108 1
0.8986 118.0 431 4
0.8948 118.8 326 2
Table A-2 Diffraction data for gallium (published Data)
The Bragg angle 20 is calculated for A = 1.5404 Å.
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300,221 9 30
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400 400	 400 400 16 40
410,322 17
411,330 411,330 18
331 331 331 19 32
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Cubic Hexagonal
h 2 + k2 + l2
hkl





20 420 420 420 20
21
-- -- 	 -- 421
21 41
22 332 332  22
23 23
24 422 422 422 422 24
25 500,430 25 50
26 510,431 510,431 26
27 511,333 511,333 511,333 27 33
28 28 42
29 520,432 29
30 521 521 30
31 31 51
32 440 440 440 440 32
33 522,441 33
34 530,433 530,433 34
35 531 531 531 35
36 600,442 600,442 600,442 36 60
37 610 37 43
38 610,532 611,532 38
39 39 52
40 620 620 620 620 40
41 621 540 443, 	 , 41
42 541 541 4 2
43 533 533 533 43 61---
44 622 622 622 44
45 630,542 45
46 631 631 46
47 47
48 444 444 444 444 48 44
49 700,632 49  70,53
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The following is a step by step procedure for the operation of the X-ray diffrac-
tometer located in room B5 of the Faculty building of the New Jersey Institute of
Technology.
a. Turn on procedure
I ) Open the water valve. The water is used to cool the X-ray tube.
2) Turn on the circuit breaker above the water valve.
3) Turn on the power on the X-ray power console by pressing the green ( ON ) button.
The voltage indicator should show a voltage of 45 KVP.
'1) After the yellow light comes on, indicating that the left side is ready, press the
X-ray ( RED ) button in. The current indicator should show a current of 30 mA.
5) Remove the X-ray shield from the sample holder and insert the sample in. The
sample size is limited by:
a) Thickness : Up to 3/8 in.
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b) Width : Up to 1 1/8 in.
c) Length : Up to 3 in.
Place the shield back around the sample holder.
6) Set the main protractor to zero degrees. This is done by disengaging the gears
by turning the grey knob on the far right to "out" position), turning the protractor
to zero degrees position and engaging the gears back in by setting the knob to the
"in" position.
CAUTION : When turning the main Protractor and engaging and
disengaging the gears, be gentle and handle with ultimate
care since the transmission mechanism can be damaged easily.
7) Set the 700 Detector to the desired settings. The following settings are recom-
mended:
a) Pulse Amplitude ( Front counter ) : 150-153
h) Amplitude Gain : 4
c) Time Constant : 2.5 sec
d) Range : 2.5 K
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e) Pulse Height Selector ( PHS) : E
8) Chart recorded settings are recommended to be:
a) Chart switch : OFF
b) Power switch : ON
c) Speed knob : "C"
9) The main protractor settings should be as follows:
a) Right grey knob : IN
b) Left, grey knob : HIGH
c) Left metal knob : HIGH
Open the X-ray shutter by moving the red lever across . A red light indicates
that the shutter is open and the X-ray tube is operating on the sample. Then set
the last knob to:
d) Right metal knob : INCREASE
After the measurements are done and the intensity peaks are observed then
follow the turn off procedure.
b. Turn off procedure
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1) Close the X-ray shutter.
2) Turn the right metal knob on the main protractor to "OFF" position.
3) Turn of the X-ray machine ( RED button ).
4) Set the front counter on the 700 Detector slowly back to zero.
5) Turn off the line voltage ( GREEN button) .
6) Turn off the circuit breaker.
7) Close the water valve.
2. Suggestions for improvements in X-ray measurements
a. JFET replacement
There is a Junction Field Effect Transistor (JFET) of type NTE132 (New-Tone
Electronics in Bloomfield ) in the amplifier box that turns with the main protractor
and amplifies the diffracted signals to be fed into the 700 Detector. This JFET has
been replaced four times and is the source of many of the problems that are related
to the X-ray diffractometer. This WET should be replaced if any of the following
symptoms are observed:
a) There is no intensity peak at zero degrees.
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b) The chart recorder intensity indicator and its pen are in
the middle or off the bottom of the graph paper.
c) There is movement of the pen even when the X-ray shutter
is closed.
This JFET is located inside the amplifier box. To remove it follow the next
few steps:
1) Turn all the X-ray equipment off.
2) Open the two screws that hold the cover of the amplifier and remove the cover.
3) Remove the green printed circuit (P() board by loosening the plastic screw on
top right of the amplifier. Turn the board so that the other board ( dark green ),
that is under it, is exposed.
4) Open the two screws that hold this board and remove it.
5) The JFET is located on the left PC board and is mounted on a white transistor
socket. Replace the NTE132 with a new one, making sure that the leads ( gate,
drain, and source ) are in the appropriate socket holes.
6) Do the reverse to put things together.
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b. Further recommendations
1) Do not exceed 36 mA when operating at 45 KVP.
2) Do not exceed 1.53 KVDC for the pulse height (front counter).
3) Make sure the front counter is set to zero before the line power is turned on. A
high surge current or voltage that is caused by not doing this may exceed the JFET
NTE132 factory specifications.
4) Close the X-ray shutter by pressing the silver button on the timer. The tinier is
a small black box with a time setting dial on it.
5) Do not insert fingers or any part of the body in the X-ray beam.
6) Use the large lead X-ray shield if you plan to be in the room for a long period of
time, while the X-ray machine is in use.
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APPENDIX D
ETCHING PROCEDURE FOR. SILICON SAMPLES
The following steps must be taken before the contacts for the silicon are evap-
orated onto the samples. The etching procedure removes the oxide layer from the
silicon surface for better penetration and adhesion of the material to be evaporated
to the silicon wafer's surface. Figure 1)-1 also shows a summary of the etching steps.
a) Soak the maniples in hydroflouric acid {IIF} for twenty to thirty minutes.
NOTE: The Hydroflouric Acid must be in a plastic container
since this acid dissolves glass.
b) Take the samples out of the HF acid solution and put them in a Methanol solution
for 2 to 3 more minutes.
c) Rinse the samples in Trichloroethylene solution.
d) Rinse the samples in isopropyl Alcohol Solution.
e) Rinse the samples in a new Isopropyl Alcohol solution.
f) Rinse the samples in another Isopropyl Alcohol solution again.
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g) Let the samples be in the last container until the evaporator is ready
and the samples can be put inside the vacuum chamber immediately.
Figure D - 1 Etching procedure summary
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APPENDIX E
THE JEOL VACUUM EVAPORATOR, OPERATION
This is the operational procedure for the Japan Electron-Optics Labratories
(JEOL) model JEE4C vacuum evaporator, which is located in room B13 of the
Faculty building. This machine is designed to evaporate various metals onto different
substrates. A mask is placed on the sample to allow the evaporated metal to cover




1) Turn on all the circuit breakers.
2) Close the rotary pump leak valve (V5).
3) Turn on the main switch on the evaporator.
4) Turn on the rotary pump.
5) After approximately five minutes, open the fore vacuum valve (V2) and wait
another five minutes, meanwhile prepare the sample.
6) Set up the sample in the holder and place it in the chamber. After checking the
0-ring for damages or cracks, lubricate it and put it in the slot and place the bell jar
over the chamber.
NOTE: Steps 6 and 7 must be done as quickly as possible to
avoid further oxidization of the samples which may result
hi non-ohmic contacts ( approximately 20 to 30 seconds ).
7) Close the chamber ventilation valve (V4).
8) Close the fore vacuum valve (V2) and open the bypass valve (V3) very slowly.
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9) After the pressure drops to 0.001 Atm (color of the Geissler tube turns from purple
to blue, which takes about 5 to 7 minutes),
10) Close the bypass valve (V3).
11) Open the fore vacuum valve (V2) and then open the high vacuum valve (V1).
12) Turn on the diffusion pump to get high vacuum and lower pressure.
13) Wait until the pressure drops to 10 -6 Atm. (20 minutes). Check the tube's color.
It should be dark. Turn on the heater and apply 15 to 20 mA.
14) After the heater is turned on for about 3 seconds remove the shield.
15) Wait until all the metal is evaporated and the whole tungsten basket glows.
16) Turn down the heater control gradually and turn off the heater.
17) Close the high vacuum valve (V1) and turn off the diffusion pump.
18) After 5 to 10 minutes, which is sufficient time for the diffusion pump to cool
down, open the chamber ventilation valve (V4).
19) Let the sample cool off for another 5 minutes.
20) After removing the cover, take the sample out and wait 20 minutes for the rest
of the system to cool off.
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21) Close the fore vacuum valve (V2).
22) Turn off the rotary pump.
23) Open the rotary pump leak valve (V5).
24) Turn off the main switch.
25) Turn off all the circuit breakers.
Evaporator valves:
V1 : High vacuum valve
V2 : Fore vacuum valve
V3 : Bypass valve
V4 : Chamber ventilation valve
V5 : Rotary pump leak valve
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APPENDIX F
PROOF OF THE VAN DER PAUW THEOREM[14]
Let a sample be infinite in all directions. Then apply a current 2i to a point
M ( see figure F-1 ):
Figure F- 1 infinite sample with a point M
This current flows away from M with radial symmetry into infinity. Let d be
the thickness of the sample and p the resistivity. Then at a distance r from point M
the current density is:
The electric field strength ϵ. is radially oriented and according to the generalized
form of Ohm's law:
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The potential difference between any two point O and P lying on a straight line with
M is ( see figure F-2 )
Figure F-2 Current applied to a sample points on a line
No current flows perpendicular to the line MOP. The result is also valid if a
part of the sample at one side of this line is omitted yielding a half plane. Also halve
the current 21, cutting it in half ( Figure F-3 ):
Figure F-3 Semi-infinite sample with half the current applied
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Now consider a point N, where a current i flows out from it, which lies on the
same line OP. Now we find the resistance ( see figure F-4) :
Figure F-4 A sample with four points on a line
Similarly we find:
Addition of the last, two equations yields:
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which is the same as equation (2-11). To derive equation (2-14) which is:





so equation (F-10) becomes:
Using the hyperbolic cosine formula:




Finally, substituting for x i and x 2 from equations (F-9) gives:
which is the same as equation (2-14).
"I" is called the correction factor and is a function of the ratio of the two





1. Hall effect measurement procedure
This procedure was modified to improve the accuracy of the measurements
during this thesis work. The Hall effect set-up is located in room 422 of the Tiernan
building. Follow the below procedure after the sample has been tested for true ohmic
contacts On a curve tracer.
a. Preparation procedure
1) Open the red water valve for the magnet cooling.
2) Turn on the line power on the Programmable Regatron Power Supply.
3) Gently place the sample on the holder and fasten the probe screws until an ad-
equate contact is reached. This step should be done with ultimate care. When
fastening the probe screws press on the ends of the plastic parts so the probes stay
off the sample's surface and do not scratch the contacts off. Also do not tighten these
screws too tightly because the samples can break easily under moderate pressure.
4) Place the holder into the vacuum chamber and turn on the vacuum pump.
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5) Wait until the pressure has dropped to 50 microns of mercury, which can take
from 10 to 30 minutes. Meanwhile turn the Keithly 616 Electrometer on and with
the range set to volts, automatic sensitivity and normal reading position, zero the
dial. This is done by setting the zero check switch and turning the zero dial until a
zero reading is obtained.
6) Connect the three wires that are labeled: + , REM + , and REM - from the
current control box to the corresponding outlets on the Programmable Regatron
Power Supply.
7) Connect the probe wires to the Hall effect control box. Since the holder is two
sided select the appropriate side for measurements.
8) Make sure the voltmeter and the current control box are connected to the Hall
effect control box and the wire colors match.
9) When a pressure of 50 microns of mercury is reached then proceed with the
measurernents.
b. Voltage measurements procedure (Constant Magnetic Field)
1) With the Hall effect box switch set to position 2 and normal, turn on the D.C.
switch of the Programmable Regatron and tune the current to 1.1 mA. Write the
indicated voltage in the appropriate box of the Hall effect data sheet.
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CAUTION: Do not leave the D.C. switch of the Programmable
Regatron on for more than 4 to 5 seconds for each measurement.
2) Repeat step 1 with the switch set to position 3 and normal.
3) Set the switch to 1 and normal and repeat step 1.
4) Follow step 1 with the switch set to position 1 and reverse.
5) Turn on the magnet and set it to 3500 Gauss ( 42 A DC)
6) Repeat step 1 with the switch set to position 1 and normal.
7) Set the switch to reverse position (still at 1) and follow step 1.
8) Turn the dial of the magnet 90 degrees clockwise. This reverses the magnetic field.
9) Repeat step 1 with the switch set to 1 and reverse.
10) With the switch set to 1 and normal, repeat step 1.
This concludes one set of measurements for the Hall effect experiments. How-
ever, for greater accuracy it is recommended that these sets of measurements be
taken eight, times.
c. Voltage measurements with variable magnetic field
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These sets of measurements correspond to page two of the Hall effect data
sheets. All steps taken in section G.1.13. are repeated with the difference that for
each set the magnetic field is changed. Therefore for each sample eight more readings
are taken for the magnetic fields of : 9620, 4340, 2000, 1000, 765, 432, 250, and 125
Gauss (10 -s  Wb/cm2).
d. Recommendations for future measurements
1) Replace the analog ammeter with a digital meter accurate up to 10 µA.
2) Place a 100Ω  to 500Ω  potentiometer in series with the 500K Ω  potentiometer and
the 5KΩ potentiometer in the current control box for finer current tuning and control.
3) For each voltage measurements fine tune the current to 1.1 mA.
4) High voltage readings of 1.5 volts or more indicate high resistance or bad ohmic
contacts. Check the contacts and probes and repeat the experiment from the start.
5) An off-scale voltage on the Programmable Regatron is an indication of an open
circuit. Recheck all the connections for continuity and contact.
6) For the first set of measurements all the values in one column should be within
2 per cent of each other. If however, two readings in a column are more than 5 per
cent apart from each other, take that reading again.
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7) If a few number of samples are being tested, it is recommended to use the same
side of the holder for each measurement for consistency of the result.
2. Hall effect calculation procedure
a. The related equations
There are a set of eight readings taken in the Hall effect measurement. Let
these voltage readings be labeled V2 to V9 corresponding to columns two to nine of the
Hall effect data sheet. The following equations calculate the Hall voltage, resistivity,
total impurity concentration, mobility, and the Hall coefficient.
As mentioned in the Van Der Pauw theorem, the Hall Voltage V11 is the dif-
ference of the voltages with and without a magnetic field present and -normal to the
sample. Equation (C-1) utilizes this fact and averages the four differences of :
The resistivity is given by equation (F-16) or (2-15). Rewriting that equation and
substituting the new terms we have:
where
d 	 sample thickness ( 0.0254 cm )
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f = correction factor obtained from figure G-1
Figure G-1 on page 81 shows a graph of the correction factor versus the ratio
of the two resistances RMN,OP  and RNO , PM  , which in this case is same as the ratio
of V2 and V3 since the current is always constant at 1.1 mA.
The majority carrier concentration, no Or Po , is calculated from equation G-3:
where
The mobility is given by equation (G-1):
and the Hall coefficient is just the product of the mobility and the resistivity.
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The following section is a program for the HP11-C calculator which facilitates
tedious calculations.
b. Hall effect program for the HP11-C calculator
The user must input the following values into the registers (see table G-1):
Table G-1 List of inputs and their corresponding registers
After the first nine values are put into to the calculator, the calculator will dis-
play the ratio of V2 /V3 . if this value is smaller than one then take the reciprocal and
input the corresponding value of f from graph C-1 to the register 0. The calculator
will then calculate and display the values of VH , µH, no or po , p, and RH respectively.
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HALL EFFECT PROGRAM
Figure G-1 Van Der Pauw's correction factor "f" vs.
81
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